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SENSOR SERIAL NUMBER: 6337
CALIBRATION DATE: 04-Feb-14

SBE19plusV2 TEMPERATURE CALIBRATION DATA
ITS-90 TEMPERATURE SCALE

 
ITS-90 COEFFICIENTS

a0 =  1.285889e-003

a1 =  2.626004e-004

a2 = -3.657066e-007

a3 =  1.574915e-007

 

 BATH TEMP                          INSTRUMENT                         INST TEMP                              RESIDUAL

       (ITS-90)                             OUTPUT(n)                                    (ITS-90)                                  (ITS-90)

   1.0000            606146.871             1.0000             -0.0000

   4.5000            536467.226             4.5000              0.0000

  15.0000            364670.355            15.0000             -0.0000

  18.5000            318870.194            18.5000              0.0000

  24.0000            256961.290            24.0000              0.0000

  28.9999            210071.968            28.9999             -0.0000

  32.5000            181859.516            32.5000              0.0000

 

MV = (n -  524288) / 1.6e+007

R = (MV * 2.900e+009 + 1.024e+008) / (2.048e+004 - MV * 2.0e+005)

Temperature ITS-90 = 1/{a0 + a1[ln(R)] + a2[ln
2
(R)] + a3[ln

3
(R)]} - 273.15 (°C)

Residual = instrument temperature - bath temperature

Date, Delta T (mdeg C)
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Temperature, Degrees C
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